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Abstract. Dual-mode endomicroscopy is a diagnostic tool for early cancer detection. It combines the high-
resolution nuclear tissue contrast of fluorescence endomicroscopy with quantified depth-dependent epithelial
backscattering as obtained by diffuse optical microscopy. In an in vivo pilot imaging study of 27 oral lesions
from 21 patients, we demonstrate the complementary diagnostic value of both modalities and show correlations
between grade of epithelial dysplasia and relative depth-dependent shifts in light backscattering. When
combined, the two modalities provide diagnostic sensitivity to both moderate and severe epithelial dysplasia
in vivo. © The Authors. Published by SPIE under a Creative Commons Attribution 3.0 Unported License. Distribution or reproduction of this
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1 Introduction
It is known that during early precancerous development in the
squamous epithelium, structural phenotypic changes are often
initially observable in cells and cell nuclei adjacent to the epi-
thelial basement membrane.1,2 These alterations are frequently
denoted as “mild” dysplasia in their earliest stage. If mild
dysplasia transforms further, abnormal cells and cell packing
alterations become more prominent also in the middle and
upper parts of the epithelium and are termed “moderate” and
“severe” dysplasia, respectively. Throughout this precancerous
progression from mild to moderate to severe degree, the altered
tissue is increasingly likely to develop into carcinoma in situ
(CIS) and eventually into invasive cancer.3

While precancerous tissue alterations may be macroscopi-
cally identifiable as areas of tissue abnormality by an experi-
enced clinician, histopathological analysis of biopsies is usually
necessary to distinguish lesions with high or low risk of devel-
oping into cancer. Our dual-mode endomicroscopy (DME)
imaging modality aims at detecting and delineating tissue abnor-
mality while providing real-time feedback on when and where to
excise tissue for histopathological analysis. At the same time,
we seek to address the clinical need for the detection of
moderate and severe dysplasia to prevent their potential growth
into invasive cancer.

The imaging modality described in this study combines
fluorescence endomicroscopy (FE)4 with a recently pioneered
modality called diffuse optical microscopy (DOM).5 The ration-
ale for combining these two imaging modalities in a unified
system lies in their complementary sensitivity to the structural
changes associated with precancerous development. FE can
image nuclear structure of the most superficial epithelial cell
layers by using a nuclei staining extrinsic fluorophore dye.6–10

This dye contrast helps to reveal severe dysplasia through the
analysis of nuclear size and density in the surface layers of

the epithelium.11–14 However, FE is mostly unable to detect
moderate dysplasia where structural alterations are limited to
deeper cell layers. Therefore, we combine FE with DOM,
which images and quantifies light backscattering from different
tissue depths through a structured illumination approach.5

Selection of structured illumination patterns allows for tailoring
light penetration to diagnostically meaningful depths within
the epithelium for added sensitivity toward moderate dysplasia.

In the following sections, we introduce the operational prin-
ciples of our new imaging modality and provide details of the in
vivo pilot study (Sec. 2). In Sec. 3, we demonstrate the ability of
DME to detect structural changes and to associate them with
grade of dysplasia of lesions in the oral cavity. The presented
qualitative and quantitative imaging results are in agreement
with our recent findings in the cervix, where we used DOM
and FE independently.5,11 Sections 4 and 5 discuss the signifi-
cance and limits of our work and conclude on our results,
respectively.

2 Materials and Methods

2.1 Device and Imaging Approach

The schematic setup of our optical DME is given in Fig. 1. A
projection unit (DLP LightCrafter, Young Optics Inc., Taiwan)
featuring a digital micromirror device (DMD) is used along with
a blue laser diode module (Flexpoint, Laser Components,
Germany) to create sinusoidal projection patterns. To achieve
wide field projection, the point laser beam is widened and
directed to the DMD using an optical diffuser plate and a lens.
Numerous lenses are in place to demagnify the structured
illumination patterns into a 25× oil immersion microscope
objective (Zeiss Plan-Neofluar, Germany). Tissue light projec-
tion is achieved with a coherent fiber bundle (FIGH-30-850N,
Myriad Fiber Imaging) comprising 30,000 imaging fibers with
a circular imaging field of view of 790 μm in diameter. The
polished proximal end of this 1.5-m long bundle is placed
at the working distance of the objective and index-matching
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immersion oil with a refractive index of n ¼ 1.51 is placed
between objective and fiber to suppress reflections at the fiber
interface.15 The distal end of the bundle is placed in contact with
the tissue surface (see inset of Fig. 1), which allows for the
light patterns to be projected onto the tissue. To avoid terminal
reflections at the imaging fibers the distal end of the bundle is
polished at an angle of 20 deg. We determined the fiber projec-
tion and detection numerical aperture to be 0.27� 0.02.

The blue excitation light encounters three major interaction
processes relevant to our imaging device: fluorescence, back-
scattering, and absorption. A small portion of the light excites
acriflavine hydrochloride (AH) fluorophores, which are topi-
cally applied to the tissue surface. Similar to many previous
studies, we use an aqueous 0.01% solution of AH (Sigma-
Aldrich).4,6,7,12,13 This antiseptic dye temporarily binds nucleic
acids thus providing contrast for the shape, size, and density of
cell nuclei. The limited permeation of the dye into the surface 2
to 3 cell layers (i.e., ≈30 μm) limits FE contrast to the tissue
surface.11 While very strong and prolonged illumination of
stained cells may cause cellular photo damage,16 AH has a
reported long history of safe clinical usage as an antiseptic
compound. AH molecules fluoresce with a spectrum centered at
about λ ¼ 500 nm. This green fluorescence light is in part
recollected by the projection image bundle. In the optical setup,
these wavelengths above 460 nm are transmitted through
a dichroic mirror (DM, BrightLine Di02-R442, Semrock) and
focused onto a digital camera (GS3-U3-51S5M, Point Grey,
Canada; 2448 × 2048 pixel resolution). A long pass filter (LPF)
further purifies the captured fluorescence signal.

A second portion of the light is backscattered while retaining
its wavelength. This reflectance signal comprises both diffusely
and subdiffusely backscattered light.17 If light gets scattered
back into the image bundle and is thus directed back into the
optical setup, it is partly guided to a second digital camera
(CM3-U3-50S5M, Point Grey, Canada; 2448 × 2048 pixel res-
olution) using a 50:50 beam splitter (BS). A short pass filter
(SPF) prevents any residual fluorescence from being captured
by this camera. To significantly reduce the extent by which
specular reflections in the optical setup contribute to the reflec-
tance signal, two crossed linear polarizers (LP) are built into the
system. Note, however, that the fiber bundle is not polarization
maintaining which makes the device insensitive to polarization-
dependent light propagation effects.

One significant technical merit of our DME approach is the
possibility to implement both modalities in a single optical setup
using a single light source and projection system. We make use
of a laser diode module with an output power of 70 mW at
λ ¼ 445� 5 nm. The reason for the selected wavelength is
given by the excitation spectrum of the acriflavine fluorophore
dye that is used for FE. At the same time, this wavelength has
a lower diffuse background signal in DOM as compared to red
or infrared radiation and blood absorption effects give rise to
vascular contrast.

Light absorption by intrinsic tissue molecules is the third
interaction process that affects DOM, with hemoglobin being
the dominant absorber at the 445-nm excitation wavelength.
We find local dominance of these absorption effects to be
restricted to vascularized areas and depths and thus observe
vascular patterns in DOM images.

Photographs of the clinical DME system and its components
are given in Fig. 2. Figure 2(a) presents the entire clinical system

Fig. 1 Schematic diagram of the DME system employing two digital cameras, a laser diode module, and
a projection system. A DM and a BS achieve separation of fluorescence and backscattering. LP, an SPF,
and an LPF help to purify signals.

Fig. 2 (a) Photograph of the entire clinical DME system including
computer (bottom), optical setup (middle), and graphical user inter-
face (top). (b) A photograph of the optical setup reveals components
as presented in Fig. 1. The imaging wand (c) carries the fiber bundle
for light projection and detection. A close up picture (d) reveals a
structured light pattern emanating from the tip of the probe.

Journal of Biomedical Optics 086005-2 August 2017 • Vol. 22(8)

Bodenschatz et al.: Dual-mode endomicroscopy for detection of epithelial dysplasia in the mouth: a descriptive. . .

Downloaded From: https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics on 10/2/2017 Terms of Use: https://spiedigitallibrary.spie.org/ss/TermsOfUse.aspx



and Fig. 2(b) is a photograph of the optical setup that corre-
sponds to the schematic diagram in Fig. 1. We use a 17-cm
long stainless steel wand [Fig. 2(c)] for easy handling and dis-
infection. The fiber bundle is glued inside the wand and a close
up of the probe tip reveals one-structured illumination pattern
emanating from the circular imaging field of view [Fig. 2(d)].

Figure 3 demonstrates the principal lateral resolution for both
imaging modalities as limited by the interfiber spacing. Using
transillumination of a resolution target positioned at the distal
fiber end, the finest line structure resolved for both the fluores-
cence detection arm (top row) and the reflectance detection arm
(bottom row) is 127.6 line pairs/mm. This corresponds to a
lateral resolution limit of 7.8 μm (Rayleigh criterion), which
is consistent with the center-to-center fiber spacing of 4.3 μm.

As reflectance contrast in DOM is by design simultaneously
obtained from multiple cell layers, the actual lateral and axial
resolution are compromised and dependent on the spatial fre-
quency of the projection pattern. Figure 4 approximates the
associated light penetration depths for all spatial frequencies
employed in our experiments. These sketched penetration
depths are derived from Monte Carlo simulations and corre-
spond to the depth not surpassed by 95% of photons.5 It should
be noted that the average penetration maximum of all photons
for the given frequencies is only about half the indicated 95%
penetration depth.

We employ structured illumination patterns of the form
Iðx; yÞ ¼ Î sinð2πfxþ φÞ, with 3-phase projections I1; I2; I3
per spatial frequency f using phase shifts φ of 0 deg,
120 deg, and 240 deg, respectively. For every phase projection
triplet, we capture three reflectance and three fluorescence phase
images in parallel. We denote the three reflectance phase images
by X1; X2; X3. Reflectance values R for a given spatial frequency
and pixel location are then derived using

EQ-TARGET;temp:intralink-;e001;63;237RðfÞ ¼
ffiffiffi
2

p

3

ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi
ðX1 −X2Þ2þðX2 −X3Þ2þðX3−X1Þ2

q
: (1)

Reflectance at f ¼ 0 can be computed with any set of phase
captures using

EQ-TARGET;temp:intralink-;e002;63;171Rf¼0 ¼ ðX1 þ X2 þ X3Þ∕3: (2)

As demonstrated in Fig. 4, reflectance at spatial frequency
f ¼ 0 is sensitive to backscattering from beyond the epithelial
thickness. The actual depth sensitivity at Rf¼0 is strongly depen-
dent on the fiber bundle’s imaging diameter. Because of its
strong signal and sometimes interesting vascular absorption
contrast patterns from larger tissue depths, we use Rf¼0 for
qualitative image analysis.

Recording a higher number of spatial frequencies reduces the
image acquisition speed while providing more information on
depth-dependent epithelial backscattering. In this pilot study,
we selected four spatial frequencies ½f ¼ ð2; 4; 7; 11Þ mm−1�,
which require a total of 12-phase images (three images per fre-
quency) to be captured in parallel by each camera for a compre-
hensive evaluation of one measurement site. Our multithreaded
software and the two high-speed USB three cameras allow for
a parallel image acquisition rate of 49 frames per camera and
per second. As a consequence, DME continuous-mode imaging
with the two forms of contrast covering the same imaging field
of view is possible at a speed of 4.1 frames∕s. This speed can
be significantly increased by reducing the selection of spatial
frequencies interrogated.

It was demonstrated by Keahey et al.18,19 that structured
illumination can similarly be used in FE to improve surface
sensitivity and imaging contrast. In our case, however, the fluo-
rescence signal mostly originates from very superficial layers
of the stratified squamous epithelium of the mucosal surface
and cannot be improved much by structured illumination as
described above. We also observe imaging noise to be enhanced
by Eq. (1) owing to the low optical output power at our probe tip
of only 200 μW. As a consequence, we use the fluorescence
analog of Eq. (2) at the lowest spatial frequency for the compu-
tation of FE images.

2.2 Image Processing

Using our in-house C++ DME system software, numerous
image postprocessing steps are implemented and carried out
in real time to reduce image artifacts and to enhance perceived
image quality. Images of both cameras are cropped to a 2048 ×
2048 pixel region of interest and are subject to 2 × 2 hardware
binning before data transmission. To further reduce the data size
and in accordance with the different resolution constraints,
we perform 2 × 2 software binning on the fluorescence phase
images and 4 × 4 software binning on the reflectance phase cap-
tures and thus obtain images of 512 × 512 and 256 × 256,
respectively. As the effective resolution of both cameras is much
higher than that of the 30,000 fiber imaging bundle, this size
reduction enhances computational speed and takes away reso-
lution not supported by the fiber bundle or imaging mode.

Fig. 3 (a) Composed image showing the maximum resolution attain-
able in the fluorescence mode and (b) in the reflectance mode as
measured by white light trans-illumination of a resolution target.
Numbers correspond to line pairs per millimeter.

Fig. 4 Estimated depth of light penetration for tissue reflectance at
various spatial frequencies in DOM. A sample tissue section of the
mucosa from the ventral tongue illustrates how different spatial
frequencies collect backscattering from different epithelial depths.
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After image acquisition, we correct all phase images by sub-
traction of reference frames that were obtained by immersing the
imaging wand in a dark water-filled container while running the
structured illumination patterns. This dark reference allows us to
quantify all internal reflections and fluorescence from within the
optical system, including spurious light fluorescence and back-
scattering from within the fiber bundle and unwanted reflections
occurring on every optical surface in the optical setup.

Owing to the limited image bundle diameter and the corre-
spondingly small imaging field of view, the integral projection
intensity for the different phase projections is slightly different.
This gives rise to ringing artifacts in the computed reflectance
image especially for low spatial frequencies. To prevent this arti-
fact, we perform high-pass filtering on all phase images before
using them in Eq. (1) as previously described in Refs. 5 and 20.

Not all areas within the circular imaging field of view
encounter the same projection intensity and projection focus.
Therefore, RðfÞ values are divided by flat fields subsequent
to their computation with Eqs. (1) or (2). These flat fields
are recordings of RðfÞ for freshly prepared intralipid emulsions
with a reduced scattering coefficient of μ 0

s ≈ 2.0 mm−1 (3.0 g of
Intralipid®-20% in 37.4 g of distilled water), which we acquired
once at the beginning of our imaging study. As all the data were
divided by identical flat fields and no system changes were
made during the course of this study, this correction has no in-
fluence on our quantitative evaluations.

Fiber bending and tissue–probe interface variations influence
projection and collection efficiencies of individual fibers and
give rise to superimposed image noise patterns. As these noise
patterns are often very similar in adjacent imaging iterations,
we were able to enhance the perceived image quality of both
fluorescence and reflectance images by subtracting a time lapse
average of preceding imaging iterations. We used this real-time
processing option of our imaging software only on displayed
images and in our qualitative image analysis, but not on the
data we used for quantitative evaluation.

2.3 Patients and Imaging

In the course of this pilot clinical study from January to March
2017, we have recruited 21 patients who also participated in
either a pan Canadian study or a longitudinal study for oral pre-
malignant lesions in the Oral Oncology Clinic of the BC Cancer
Agency in Vancouver, Canada. This study was approved by the
Ethics Board of the British Columbia Cancer Agency under the
ethics number H11-00011. Both male (52%) and female patients
(48%) between 58 and 84 years with an age average of 70 years
were recruited on a voluntary basis. A total of eight biopsies
were performed on the 21 patients. Imaging data of oral lesions
with matched pathology-based diagnosis are therefore limited to
these cases. Table 1 provides a summary of patient characteris-
tics and biopsy diagnoses.

After obtaining a patient’s informed consent, lesions of inter-
est and a contralateral oral site were topically stained with AH
using a cotton swab for ∼10 s. Subsequent to a mouth rinse with
water, image recording started about 2 min after staining. Image
acquisition took 5 to 10 s per imaging site and lasted 3 to 5 min
in total depending on the number of sites. Between four and nine
sites were imaged in each patient. Every site was measured by
holding the imaging wand stable for at least 1 s in continuous
recording mode. For every patient, an adjacent normal reference
and in some cases, also a contralateral normal reference was
recorded.

Among the lesion sites, 74% were captured from the known
high-risk anatomical sites (60 sites), including lateral tongue,
ventral tongue, and floor of mouth. These areas are found to
be among the most common sites of origin of squamous cell
carcinoma (SCC) in the oral cavity.21 Further imaging sites of
this study include the buccal mucosa (12 sites), the palate
(5 sites), and the gingiva (4 sites).

Subsequent to patient image acquisition, an intralipid emul-
sion (same emulsion as above) was imaged to confirm the con-
sistency of the instrument response function and to keep track of
laser intensity fluctuations.22

3 Results

3.1 Qualitative Analysis of Dual-Mode
Endomicroscopy Images

In Fig. 5, we illustrate qualitative image contrast for four sets of
DME images (a–d), which were captured in different patients
and at different anatomical sites. For every site, we display
one FE image (first column) and three DOM images (columns
2 to 4). Owing to the higher signal intensity and the improved
signal-to-noise ratio, we generally find the contrast of DOM
images to be best at the lowest spatial frequency (second column
of Fig. 5). Inversely, reflectance at the spatial frequencies f ¼ 7
and 11 mm−1 is linked with lower signal intensities and very
superficial depth sensitivity. This gives rise to a comparatively
low signal-to-noise ratio. Especially, images a4 and d4 in
Fig. 5 seem not to carry valuable structural information, yet
their mean pixel intensities provide meaningful quantitative
data in later analysis (see Sec. 3.2).

All presented images in Fig. 5 were captured in continuous
acquisition mode while slightly moving the wand over the tis-
sue. Cell nuclei appear as green dots in FE images and the small
nuclear size and wide nuclear spacing [Fig. 5(a1)] are common
features of a normal epithelium.23 In all DOM images, bright
areas correspond to increased backscattering, whereas darker
areas are attributable to either less backscattering or vascular
absorption of the illumination light.

A severely dysplastic epithelium [Fig. 5(b)] is known to
feature nuclear crowding at the epithelial surface which can

Table 1 Overview of patient characteristics and biopsy diagnoses for
lesions imaged in our pilot in vivo study.

Patients 21

Age 58 to 84 (mean 70)

Lesions imaged 27

Lesions with biopsy 8

Biopsy diagnoses

Mild dysplasia 2

Moderate dysplasia 2

Severe dysplasia/CIS 1

SCC 2

Confounder (lichenoid mucositis) 1
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be detected with FE [Fig. 5(b1)]. In addition, we observe DOM
reflectance images to appear more heterogeneous as compared
to corresponding images in a normal epithelium (compare b3
and b4 with a3 and a4 in Fig. 5). These intensity variations
within DOM images of a severely dysplastic epithelium are
likely to correspond to enlarged rete pegs. Such epithelial exten-
sions are commonly found in high grade (i.e., moderate or
severe) dysplasia and have also been reported in the form of

elevated standard deviation values in lateral optical coherence
tomography (OCT) scans.24 For all high-grade lesions imaged
in our pilot study, we observe such increased lateral hetero-
geneity in the reflectance images.

In slightly more than 50% of all measured lesion sites, nuclei
were not visible in FE such that nuclear size and spacing could
not be evaluated [see example in Fig. 5(c1), a hyperkeratotic
area of a lesion]. We attribute this lack in nuclear contrast to

Fig. 5 Four sets of DME images (rows a–d) for different tissue sites comprising a FE image (first column)
and three DOM images (columns 2–4) each. The three DOM images exemplify reflectance at frequencies
f ¼ 0, 4, and 11 mm−1. Wide nuclear spacing (a1) and more homogenous backscattering (a2, a3, and
a4) are features of normal epithelium. Nuclear crowding (b1) and heterogeneity in DOM (b2, b3, and b4)
are features of severe dysplasia. Dark lines and dots (mostly in a2 and b2) are caused by blood absorp-
tion and represent blood vessels growing toward the epithelium from below. By contrast, vascular
patterns are barely visible at high spatial frequency reflectance (columns 3 and 4) corresponding to
the intended sampling of more superficial epithelial backscattering. Image series (c) and (d) present
data from hyperkeratinized and keratinized epithelium, respectively. Scale bars measure 100 μm.
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enhanced tissue fluorescence from surface keratin. Both keratin
autofluorescence and keratin staining by AH may be the cause
of the overall increase in fluorescence.25 We find that image-
averaged fluorescence intensities in such areas of low nuclear
visibility [Fig. 5(c1)] are often 5 to 10 times higher as compared
to a normal epithelium with good nuclear visibility [Fig. 5(a1)].
Note that images in Fig. 5 have different intensity scaling.
Interestingly, keratotic areas that appear bright in FE [Fig. 5(c1)]
are similarly found to be bright in DOM [Figs. 5(c2) and (c3)].
Keratin backscattering seems to thus exceed the anticipated drop
in reflectance that relates to light absorption by the stain AH.

Similar to Fig. 5(c1), also Fig. 5(d1) features high fluores-
cence intensities. In this case, nuclei are visible in both FE
[Fig. 5(d1)] and DOM [Fig. 5(d2)], which is a phenomenon
that we repeatedly observed in moderately keratinized areas
in patients and in healthy volunteers. Our hypothesis for the
nuclear contrast in DOM is a strongly elevated scattering of
the excitation light from cytoplasmic keratin, combined with
light absorption by AH in cell nuclei as well as comparatively
less scattering from cell nuclei.

3.2 Quantitative Dual-Mode Endomicroscopy Data
Analysis

In a previous DOM study of the uterine cervix, we found a
strong variability in absolute epithelial backscattering between
patients and even in the same patient at neighboring tissue sites.5

We observe the same phenomenon in the oral cavity, which
likely relates to the known site-dependent variation in epithelial
thickness.26,27 To overcome this variability and to reduce the
sensitivity to possible laser power fluctuations, we compute
ratios of reflectance at different spatial frequencies. This is
achieved by dividing reflectance images acquired with different
spatial frequencies to obtain new images that encode scattering
change with depth. It has been reported that changes in depth-
dependent epithelial backscattering correlate with dysplastic
tissue alterations.24,28 Multiple reflectance ratios can be explored
by different combinations of the four measured spatial fre-
quency values. The ideal spatial frequency ratio is likely a func-
tion of epithelial thickness and thus of oral tissue site. For our
imaging data, we observe highest sensitivity to epithelial dys-
plasia when using the ratio Rðf¼ 11 mm−1Þ∕Rðf¼ 2 mm−1Þ.
In a first approximation, this ratio relates backscattering from
the upper epithelial cell layers to that from the entire epithelium.
However, similar sensitivity can be obtained for many other
frequency combinations except those from Rðf ¼ 0 mm−1Þ
which quantifies scattering from below the epithelium.

In Fig. 6, we evaluate our imaging data from all tissue biopsy
sites corresponding to eight imaging sites in eight patients. For
each of these sites, 61 to 176 frames were recorded in continu-
ous imaging mode. We define a “frame” to be an independent
measurement at a unique site where a fluorescence image and
all reflectance spatial frequency images were acquired. Frames
with motion artifacts in any one of their frame images were
excluded from the analysis. Such artifacts were visually detected
by scanning frame images for oscillatory intensity fluctuations.
These ringing features develop if the corresponding 3-phase
images are not acquired at the same tissue location.

For every frame, the reflectance ratio Rðf ¼ 11 mm−1Þ∕
Rðf ¼ 2 mm−1Þ was computed at every pixel and subsequently
averaged over the central 80% of the imaging field of view.
The latter constraint is meant to prevent projection boundary
artifacts from influencing the data evaluation.5 Image averaging

is motivated by the low signal-to-noise ratio of high spatial
frequency reflectance images. Every box in the box-plot of
Fig. 6 presents these image-averaged values for the frame
ensemble of one measurement site. Average values (red crosses),
median values (red lines), 25% and 75% quartiles (box ends),
as well as minimum and maximum values (whiskers) are pre-
sented. To overcome the natural variability in epithelial thick-
ness for different patients and for different oral sites, all data in
Fig. 6 were normalized by the corresponding mean ensemble
value obtained from an adjacent or contralateral normal refer-
ence that was similarly acquired for each patient.

The data in Fig. 6 reveal a significant increase in depth-
dependent epithelial backscattering for almost all imaged dys-
plastic tissue sites with a biopsy-confirmed diagnosis. Lichenoid
mucositis (LM, first column in Fig. 6) without obvious dysplasia
is a benign lesion of the oral cavity that showed similar
backscattering ratio as the corresponding normal reference.
We observe the relative increase in the backscattering ratio to
be different for different biopsy sites with the same histopatho-
logical diagnosis. However, within the same anatomical site
(see data for ventral tongue in Fig. 6), we find a trend toward
increasing backscattering ratio when the degree of pathology
increases.

The provided minimum and maximum values (whiskers in
Fig. 6) indicate a large variability within each frame ensemble
which is caused by small intended and unintended motion of the
imaging wand about the heterogeneous biopsy area. We believe
that variations in epithelial thickness have a very strong influ-
ence on our computed backscattering ratios.27 This may explain
the opposite data trends for the two mild dysplasia biopsies (sec-
ond and third column in Fig. 6) and the differences found
between anatomical sites.26

One may argue the influence of fluorescence staining on
measured reflectance values. To study this effect, we performed
multiple measurements in a volunteer’s mouth at the buccal
mucosa both before and after topical staining with AH. In

Fig. 6 Relative change in depth-dependent epithelial backscattering
with respect to a patient’s adjacent or contralateral normal reference
for all imaging sites with biopsy-confirmed diagnosis. Every column
evaluates the backscattering ratio over the provided number of
corresponding image frames recorded at one of eight biopsy sites.
Mean values (red crosses), median values (red lines), 25% and
75% quartiles (blue boxes) and both minimum and maximum values
(whiskers) are presented.
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this test, we found a 3% to 6% influence on ratio backscattering.
Absorption effects in the stained surface cell layers impact inci-
dent blue light twice, once upon entering and once upon exiting
the medium. This diminishing influence tends to be proportional
to the spatial frequency-dependent reflectance value and is thus
reduced by computing reflectance ratios.

In order to ensure a wetted contact between the fiber imaging
probe and the tissue surface, a minimum contact pressure is
required. According to our observations, further increase in
contact pressure (i.e., tissue squeezing) has little influence on
quantified backscattering ratios (less or equal to 5%).

In the next analysis, we perform quantitative data analysis of
both imaging modes by comparing the nuclear-to-cytoplasmic
ratio (NCR, i.e., the perceived nuclear area density) in FE to
averaged epithelial backscattering in DOM. This will allow
for identifying the main malignancy-associated changes in epi-
thelial backscattering in dependence of the degree of epithelial
dysplasia.

To reduce the confounding factor of epithelial thickness to
backscattering signals, we restrict our evaluation to image
frames from lesions and normal references of the lateral tongue,
ventral tongue, and floor of the mouth. Furthermore, we limit
our analysis to data for which a known pathology-based diag-
nosis is available and in which the NCR is quantifiable in FE at
the same time. In spite of expected differences in epithelial
thickness for the lateral tongue and floor of the mouth,26 we
do not further subdivide our data evaluation because of the
limited number of cases in this study.

Quantitative evaluation of FE images is manually performed
by counting the number density and by measuring the mean size
of nuclei with the image analysis tool ImageJ. Multiplication of
these two values yields an approximation of the NCR as given in
Fig. 7. The second axis of data presented in this graph quantifies
the backscattering ratio averaged over the central imaging field
of view for each frame.

While the number of lesions considered for Fig. 7 is limited,
we can still observe an increase in the backscattering ratio as
the epithelium transforms from a normal state toward advanced
dysplasia or cancer. For this change in backscattering ratio to
occur, the moderately or severely dysplastic epithelium has to
exhibit either elevated Rðf ¼ 11 mm−1Þ values and/or lower
Rðf ¼ 2 mm−1Þ values. This corresponds to more pronounced
backscattering from the superficial epithelial region and/or less
scattering from the lower epithelial region.

It is revealing to look at the data from the three patients that
contribute data to multiple diagnostic groups which we
separate by red, green, and blue color in Fig. 7, respectively.
From these data points, we learn that the relative change in back-
scattering ratio is much more significant when evaluated for a
single patient over a range of pathologies. The red data points
indicate a fairly constant backscattering ratio as the epithelium
progresses from moderate to severe dysplasia which is contrary
to the seeming decline when looking at all data points. Owing to
the same imaging field of view for both modalities, the separa-
tion between severe dysplasia and all other data points is
achieved with very high certainty, as nuclear density serves
as an established imaging feature to confirm severely dysplastic
lesions.11 This removes some of the localization uncertainty
often encountered for other imaging devices when coregistering
images to histopathology.

As a final step in our data evaluation and to further confirm
the correlation between depth-dependent backscattering and

dysplasia, we provide a more in depth analysis of one particular
lesion. In images a and b of Fig. 8, we present clinical white
light and fluorescence visualization (FV) photographs of a
SCC on the ventral tongue of a patient, respectively.29 For
this lesion, the clinician used our imaging wand to scan from a
normal to an abnormal area [see arrows in Figs. 8(a) and 8(b)].
During this scan of about 40 s, our device roughly recorded 150
frames without motion artifacts for which we quantify averaged
reflectance intensities and the reflectance ratio in Figs. 8(c) and
8(d), respectively.

Absolute reflectance values in Fig. 8(c) quantify tissue back-
scattering throughout this scan relative to our intralipid flat-field
reference. As a first observation, reflectance values at zero
spatial frequency [Rðf ¼ 0 mm−1Þ] are found to mostly lie
below that of our reference (R < 1), whereas reflectance at all
other spatial frequencies mostly exceeds that of the intralipid
reference (R > 1). This indicates that backscattering from the
epithelium is stronger than that of the connective tissue below.
Analysis of the top four curves in Fig. 8(c) reveals characteristic
changes in the relative behavior of epithelial reflectance. While
Rðf ¼ 11 mm−1Þ is below the other three curves for data from
the normal tissue area (frames 0 to 48), it demonstrates the
strongest signal among the four curves in the SCC area (high
frame numbers near end of scan). This flip in depth-dependent
epithelial backscattering becomes particularly apparent in the
corresponding backscattering ratio in Fig. 8(d). Three FE
images [Figs. 8(e), 8(f), and 8(g)] show the nuclear pattern for
the frames, which are marked in the data graphs (dotted lines)
and in the clinical photographs (crosses).

We attribute the repeated inversion of reflectance values in
the transition zone (frames 49 to 84) to the heterogeneity
of the lesion boundary. Interestingly, the second FE image
[Fig. 8(f) corresponding to frame 66] shows no nuclear crowd-
ing, whereas the reflectance ratio [Fig. 8(d)] already indicates
significant changes in epithelial backscattering. We explain
this by the sensitivity of DOM to non-full-thickness tissue alter-
ations consistent with mild and moderate dysplasia, which also
agrees with the loss of fluorescence in the FV image [Fig. 8(b)].

Fig. 7 Simultaneous evaluation of the NCR using FE and of the back-
scattering ratio using DOM. Every data point corresponds to an inde-
pendent frame captured at a different tissue site of either the ventral or
lateral tongue or the floor of mouth. The presented black data points
correspond to multiple measurements from various sites in eight
patients. We distinguish the data from three selected patients in
green, blue, or red, as each patient contributes data to more than
one diagnostic group. The legend numbers state how many patients
contribute to each data group. Data points for normal epithelium com-
prise imaging on both patients and on a healthy volunteer (30 years).
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In order to reduce motion artifacts, the tissue scan of Fig. 8
was not performed at constant speed but rather in a stop-and-go
pattern. This explains the abrupt changes in reflectance as pre-
sented in Figs. 8(c) and 8(d).

4 Discussion
It should be emphasized, that we do not observe the drop in
absolute epithelial backscattering [Fig. 8(c)] to be a specific fea-
ture of a dysplastic epithelium but rather the relative depth-de-
pendent shift in backscattering as quantified by the reflectance
ratio [Fig. 8(d)]. Even though we previously found in Sec. 3.1
that keratin seems to play a major role in tissue backscattering
[see Fig. 5(c)] we did not observe the depth-dependent reflec-
tance ratios to be significantly influenced by hyperkeratosis. As
an example, the keratin-related scattering contrast presented in
Fig. 5(c) is mostly eliminated by forming reflectance ratios
for the different spatial frequencies. Similarly, out of the two
patients with leukoplakia (i.e., a clinical diagnosis for keratin-
induced tissue whitening) only one showed an elevated back-
scattering ratio.

In strongly vascularized imaging areas, we notice that the
associated decrease in reflectance is relatively more pronounced
for low spatial frequencies than for high spatial frequencies.
This effect alters computed backscattering ratios to some
extent. Our evaluation disregards this effect by averaging over

these areas thereby improving signal-to-noise ratios. A more
advanced evaluation would have to take these depth-dependent
absorption effects into account or make use of red or infrared
light sources to avoid tissue absorption altogether. Our choice
of the blue light source was motivated by the obtained vascular
imaging contrast. However, until now we were not able to
correlate vascular patterns in DOM to specific tissue diagnoses.

In the approach presented herein, a single blue light source is
used to run both imaging modalities. We notice only a small
interference between the two imaging modes. Nevertheless,
higher precision in the obtained reflectance values in the absence
of vascular contrast (blood absorption of the illumination light)
could be obtained by synchronous tissue illumination with a
second wavelength for absorption-independent measurement of
tissue backscattering.

The extent of this study is too small to conclude much about
sensitivity and specificity values for DME in the oral cavity.
Nevertheless, we were able to demonstrate complementary con-
trast of the two imaging modalities and anticipate a correspond-
ingly high diagnostic yield.

5 Conclusions
The design of our DME system is tailored to provide noninva-
sive and real-time sensitivity to identify oral lesions at risk.
Through the parallel use of two different imaging modalities

Fig. 8 In-depth analysis of a DME scan from a normal area into a SCC of the ventral tongue. Clinical
white light and fluorescence validation photographs (a and b) illustrate the scan path. Reflectance values
for the corresponding frames (c) reveal a shift in depth-dependent scattering as highlighted in the back-
scattering ratio (d). (e)–(g) show FE images corresponding to both the vertical lines in (c) and (d) and to
the three crosses in (a) and (b).
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that provide contrast for different depth regimes, we achieve
sensitivity to both moderate and severe dysplasia. FE can
image the nuclear pattern of the uppermost cell layer and is thus
sensitive to severe dysplasia where structural changes extend to
the epithelial surface. In the majority of oral lesions, excessive
fluorescence from cytoplasmic keratin strongly distorts FE
contrast.30 DOM can improve the limited diagnostic yield of
FE and may also be sensitive to earlier forms of precancer
by quantifying depth-dependent epithelial backscattering
changes.

Our studies indicate a strong shift in depth-dependent
epithelial backscattering related to the development of
precancer.5 We find this shift, rather than absolute changes to
be strongly correlated with epithelial dysplasia. Our findings
from this pilot study confirm both our previous DOM analysis
of the uterine cervix and independent results from two OCT
studies in the oral cavity.28,24 Similarly, the demonstrated
significance of high spatial frequency reflectance confirms pre-
vious findings using spatially resolved reflectance where very
short source-detector separations yielded highest diagnostic
sensitivities.31,32 It is yet to be determined if shifts in depth-
dependent epithelial backscattering prove to be a characteristic
feature of precancerous development in the epithelium indepen-
dent of organ site.

The total hardware costs of our DME system in volumes of
one amount to about 8000 USD. Given this relatively low cost
and in anticipation of our results being confirmed in a more
comprehensive patient study, we believe DME may serve as
a valuable tool for both biopsy guidance and in vivo diagnosis
and possibly also for tumor margin assessment.

In a practical use case, clinicians would point the imaging
wand to abnormal tissue sites that were previously stained with
AH. Either FE or DOM or both may then sense high-grade
dysplasia and trigger biopsy collection to confirm diagnosis.
The added benefit of DOMmostly lies in the real-time provision
of computed backscattering ratio values as a measure for tissue
abnormality.

As future improvements to our system, we plan to increase
the light source intensity and thereby enhance the obtained sig-
nal-to-noise ratio. Until now, we refrained from using spatial
frequencies lower than f ¼ 2 mm−1 because of the inability
to accurately measure low spatial frequency reflectance with
a fiber bundle of diameter 790 μm. Proper selection of spatial
frequencies, optimized signal quality, and robust data evaluation
strategies are key to maximize diagnostic sensitivity. This could
allow one to overcome the major challenge for DOM, which is
the natural variability in epithelial thickness for different imag-
ing sites.
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